Investigational study of iodine-124 with a positron camera.
A case is presented where I-124 produced by a clinical cyclotron was used with a positron emission tomography camera for clinical usage. This represents the first report of the utilization of this modality with this radionuclide. We feel the increased spatial resolution of PET should be of value in looking at thyroid disease.